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ABSTRACT 


The  paramters  pertinent  to  the  development  of  a  compact  instrument  to 
detect  and  reliably  identify  drugs  and  related  compounds  in  bulk  and  in 
urine  were  investigated.  The  program  was  conducted  with  emphasis  on  using 
correlation  interferometry.  Studies  indicated  that  the  interferometric 
approach  should  be  complemented  with  additional  enhancement  techniques  to 
better  assure  the  success  of  the  proposed  instrument. 
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INTRODUCTION 


The  objective  of  this  program  was  to  develop  an  inexpensive  compact 
spectroscopic  instrrjment  that  could  be  used  by  nontechnical  personnel  in  the 
field  to  detect  rapidly  and  reliably  evidence  of  drug  usage  through  urine 
analysis.  Ideally,  the  instriament  shoiild  require  little  or  no  sample  preparation 
eind  should  give  unambiguous  results  that  would  be  admissible  as  evidence  in 
a  court  of  law.  It  would  also  be  desirable  that  this  same  instnament  be  capable 
of  identifying  drugs  in  bulk  form.  An  instirument  concept  that  could  lead  to 
a  mass-produced  field  device  costing  less  than  $10,000  would  find  wide-scale 
use  for  drug  control. 

This  program  was  devoted  to  the  development  of  a  spectroscopic 
instrument  to  meet  the  objectives  of  the  program  with  emphasis  on  a  correlation 
interferometry  spectrometer.  The  progreun  was  divided  into  three  parts.  The 
first  part,  which  is  described  in  the  next  section  of  this  report,  was  a 
laboratory  study  of  drug  spectroscopy  and  separation  techniques  to  determine 
useful  spectral  regions,  resolution  requirements,  sample  processing  procedures, 
and  to  establish  detection  limits.  The  second  part,  covered  in  the  third 
section  of  this  report,  was  devoted  to  studying  sincle  interferogram  correlation 
for  use  in  automated  drug  detection.  During  the  third  part  of  the  program; 
recommendations  were  developed  for  the  future  development  of  instrumentation. 
Ihese  recommendations  are  discussed  on  pages  13  through  17. 

DRUG  SPECTROSCOPY  AND  SEPARATION  TECHNIQUES 


The  preliminary  research  consisted  of  determining  general  sampling 
conditions  and  instrumental  pareuneters  for  the  Digilab  Fourier  Treinsform 
Spectrometer  (FTS) . 
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It  was  detemined  that  the  optimum  cell  thickness  is  50  microns.  A 
spectrum  of  water  at  this  thickness  is  shown  in  Figure  1*  Most  of  the  drug 
identification  in  H2O  solution  utilizes  the  H2O  window  between  1500  and  900 
cm”^.  (This  infrared  transmitting  window  is  determined  not  only  by  H2O,  but 
also  by  the  absorption  characteristics  of  the  Irtran-2  crystals  used  for  the 
cell  windows.)  A  thicker  cell  might  not  give  enough  transmission  in  the 
1500  to  900  cm  ^  range  to  overcome  the  digital  noise.  In  a  thinner  cell^ 
the  absorption  bands  of  the  drug  would  not  be  strong  enough  for  reliable 
identification. 

The  original  cells  used  for  the  solution  studies  had  Irtran-2 
windows  and  a  polyethylene  gasket.  In  these  cells ^  interference  fringes 
often  were  superimposed  on  the  spectra  which  would  obscure  the  c±)Sorption 
bands  of  the  drug.  At  the  Sponsor's  suggestion  that  the  apparent  fringes 
might  be  caused  by  stress-induced  compression  of  the  gasket,  the  polyethylene 
gaskets  were  replaced  with  metal  gaskets.  This  eliminated  the  fringes  and 
all  subsequent  work  was  done  in  cells  using  these  metal  gaskets.  Since 
Irtran-2  cuts  off  part  of  the  H^O  window,  polyethylene  cells  were  tried. 
Although  these  cells  extended  the  water  window,  polyethylene  has  many  weak 
cibsorption  bands  in  the  1500  to  900  cm  ^  range  which  hamper  the  observation 
of  the  drugs. 

While  it  is  easier  to  ratio  spectra  against  air,  ratioing  against 
pure  H^O  extends  the  window  area,  allowing  observation  of  more  absorption  bands 
of  the  drug. 

Using  the  cell  conditions  and  instrumental  parameters  described 
above.  Figure  2  was  obtained,  which  shows  the  infrared  spectrum  of  a  2  parts 
per  10^  (by  weight)  solution  of  sulfonate  soap  in  H^O.  It  should  be  noted 
that  with  signal  averaging  and  scale  expansion,  the  absorption  bands  of  the 
sulfonate  soap  (1050  and  1120  cm  ^)  are  practically  full  scale,  yet  still 
exhibit  a  low  noise  level.  This  indicates  that  the  instrumental  settings 
were  good  and  much  lower  concentrations  of  sulfonate  soap  in  water  Ccin  be 
detected. 


Since  the  extinction  coefficients  of  the  absorption  bands  of  a  drug 

and  of  a  sulfonate  might  be  drastically  different  in  the  1500  to  900  cm*^  range, 

spectra  of  cocaine  in  HO  were  then  observed.  Figure  3  shows  the  infrared 

^  3 

spectra  of  a  22  parts  per  10  solution  of  cocaine  in  H^O.  This  high  concentration 
solution  is  shown  only  to  indicate  the  frequencies  of  the  absorption  band  of 


♦Figures  1  through  23  are  given  in  the  Appendix. 
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cocaine.  Figure  4  shows  the  infrared  spectrum  of  1  paurt  per  10^  solution  of 
cocaine  in  H^O.  In  this  spectrum  the  signal-to-noise  ratio  was  lower. 

(due  to  the  lower  signal)  so  the  infrared  plot  was  electronically  smoothed. 
Thus,  while  the  spectral  resolution  is  not  so  good  as  in  Figure  3,  the 
identifying  absorption  bands  of  cocaine  are  readily  apparent  and  of  sufficient 
intensity  to  indicate  that  lower  concentration  solutions  could  be  observed. 
Note  in  Figure  4  that  the  absorption  band  at  1050  cm~^  is  stronger  than  the 
band  at  1120  cm  while  in  Figure  3  the  reverse  is  true.  As  we  go  to  lower 
concentrations,  impurity  bands  can  become  a  problem,  and  this  is  the  probable 
cause  of  the  1050  cm  bcuid  in  Figure  4.  Yet  even  with  impurities  present, 
the  drug  can  still  be  identified. 

Before  trying  to  extend  the  limit  of  detectability  of  cocaine  in 
H^O  by  special  instrumental  techniques  or  by  solvent  extraction,  it  was 
felt  advisable  to  look  at  the  spectra  of  other  drugs  in  H^O.  Some  examples 
of  these  spectra  are  shown  in  Figures  5  through  10.  While  the  results  were 

4 

encouraging  (detectability  of  1  part  in  10  ) ,  some  of  these  results  are  not 
as  satisfactory.  Figure  5  shows  the  infrared  spectjnim  of  a  nearly  saturated 
solution  of  amphetamine  sulfate  in  H^O.  Exact  concentrations  were  not 
measured  since  the  major  use  of  this  solution  was  for  obtaining  the  frequencies 
of  the  infrared  absorption  bcuids  of  amphetamine  sulfate.  From  Figure  5  it 
can  be  seen  that  the  absorption  bcUids  due  to  the  amphetamine  grouping  are  weak 
in  intensity  by  comparison  to  the  strong  S-0  vibration  near  1100  cm"”^.  A  1 
part  aitphetamine  sulfate  per  10^  pcurts  H^O  spectrum  is  shown  in  Figure  6. 

Even  at  this  fairly  high  concentration  only  the  strong  S-0  absorption  band  is 
clearly  identifiable.  Moreover,  observation  of  this  one  band  would  not  be 
sufficient  to  positively  identify  the  amphetamine  sulfate  since  other  drugs 
are  also  used  as  the  sulfate.  Bcuids  due  to  cunphetamine  vibrations  (all  the 
frequencies  in  Figure  5  except  the  1100  cm  ^  band)  must  be  observed  in  order 
to  clearly  identify  the  drug  as  an  amphetamine.  Similar  results  were  obtained 
for  morphine  sulfate  (only  the  S-0  absorption  band  could  be  detected  in 
1  part  per  10^  solutions). 

Figure  7  shows  the  frequencies  of  the  infrared  absorption  bands 
(indicated  by  arrows)  of  a  nearly  saturated  solution  of  sodium  phenobarbital . 

3 

In  Figure  8  (a  5  part  per  10  solution)  all  of  these  absorption  bands  are 
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clearly  observable.  The  spectr\am  of  a  1  part  per  10  solution  of  sodium 
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phenobarbital  is  shown  in  Figure  9.  Here  the  1570  cm”^  band  is  still  very 
strong  compared  to  the  noise  background,  the  1270  and  1295  cm”^  frequencies 
are  clearly  observable,  cind  the  bemds  near  1350  euid  1400  cm~^  ceui  be  faintly 
detected.  These  results  are  more  encouraging;  it  should  be  possible  to  detect 

4 

the  sodium  phenobarbitol  in  concentrations  less  th^ul  1  part  in  10  even  without 
solvent  extractions.  Thus,  the  results  for  sodium  phenobarbital  are  like 
those  for  cocaine,  and  it  is  interesting  to  note  that  neither  of  these  drugs 
contains  a  sulfate  group.  Possibly  the  sulfate  group  affects  the  intensity  of 
the  infrared  bands  of  the  organic  portion  of  the  drug. 

It  is  known  that  heroin  changes  to  and  is  detected  (in  body  fluids) 

as  morphine.  A  spectrum  of  a  nearly  saturated  solution  of  heroin  in  H  O  is 
shown  in  Figure  10.  This  spectrvim  bears  no  resemblance  to  the  spectrvun  of 
morphine  sulfate,  so  it  is  obvious  that  heroin  does  not  chemge  form  rapidly 
in  water  solutions.  In  light  of  the  results  obtained  from  the  drug  sulfates, 
it  was  deemed  necessary  to  try  solvent  extractions  in  order  to  improve  detection 
sensitivities.  In  one  experiment,  1  ml  of  a  1  part  in  10^  solution  of  cocaine 
in  H^O  was  mixed  with  1  ml  of  chloroform  and  the  chloroform  layer  was  removed 
using  a  separatory  fvuinel.  The  chloroform  fraction  was  then  evaporated  to 
dryness  over  low  heat  (^>50  C)  and  the  residue  weighed.  Assuming  pure  cocaine, 

almost  100  percent  of  the  cocaine  was  recovered.  This  residue  was  dissolved 

in  the  minimum  amount  of  chloroform  and  the  solution  placed  in  a  NaCl  cavity- 
type  cell  for  infrared  analysis.  The  infrared  spectrum  obtained  from  this 
solution  is  shown  in  Figure  12  (the  infrared  spectrum  of  pure  chloroform  in 
a  cavity  cell  is  shown  in  Figure  11) .  Comparison  of  the  spectra  of  Figtires 
11  eind  12  shows  that  the  infrared  absorptions  due  to  cocaine  are  clearly  visible 
(these  bands  are  marked  with  arrows  in  Figure  12) .  Because  chloroform  is  the 
solvent  instead  of  water,  NaCl  cells  can  be  used  in  place  of  Irtran-2  cells. 

The  combined  use  of  chloroform  and' NaCl  opens  many  additional  infrared 
windows  for  observation  of  the  cocaine  absorption  bcuids.  Thus  we  can  see 
cocaine  absorptions  over  the  entire  frequency  reuige  of  3800  to  600  cm”^. 

(It  must  also  be  mentioned  that  the  use  of  NaCl  cavity  cells  greatly  decreases 
the  costs  involved  in  sampling  con^ared  to  the  use  of  Irtran-2  cells.)  It 
is  especially  important  that  the  cocaine  carbonyl  absorptions  (1720  to  1770  cm”^) 
cem  be  observed  since  these  are  the  strongest  absorption  bands  of  the  cocaine 
molecule.  Thus,  a  1  part  per  10^  solution  of  cocaine  in  H^O  can  be  easily 
extracted  with  CHCl^  and  this  extracted  cocaine  can  be  easily  identified 
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directly  in  chloroform.  Comparison  of  the  spectra  of  equivalent  concentrations 
of  cocaine  in  CHCl^  (Figure  12)  to  those  of  cocaine  in  H^O  (Figure  4)  clearly 
shows  that  cocaine  can  be  more  readily  detected  via  the  CHCl^  extraction  than 
directly  in  H^O.  Figure  13  shows  the  result  when  the  computer  is  used  to 
ratio  the  spectra  of  Figures  11  and  12.  While  the  cell  thicknesses  are  not 
exactly  the  same  (all  of  the  chloroform  bands  are  not  eliminated) ,  the  cocaine 
absorption  bands  are  even  easier  to  observe  (marked  by  arrows  in  Figure  13) . 
Thus,  the  CHCl  extraction  procedure  appears  very  promising. 

^  5 

One  hundred  ml  of  a  1  part  in  10  solution  of  cocaine  in  water  was 
mixed  with  5  ml  of  CHCl^.  The  chloroform  layer  was  separated  as  described 
before,  but  here  during  the  evaporation  process,  the  temperature  beceone  too 
high  ('^#200  C)  .  Thus,  it  is  possible  that  some  of  the  cocaine  decomposed  or 
was  lost.  In  spite  of  this,  the  spectrum  of  this  extract  (Figure  14)  still 
shows  cd>sorption  bands  identifieible  as  being  due  to  cocaine. 

This  detection  limit  for  cocaine  in  HO  can  be  extended  to  1  part 

in  10  by  exercising  greater  care  in  the  extraction  procedure.  It  has  been 

possible  to  detect  amphetamine,  morphine,  and  phenobarbital  in  the  concentration 
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ranges  of  one  part  in  10  or  10  by  performing  a  solvent  extraction  followed 
by  concentration  (or  solvent  removal  step) .  Even  the  sulfates  (morphine  and 
amphetamine)  can  be  detected  in  these  reinges  by  increasing  the  volume  of 
solution  being  extracted.  However,  in  order  for  a  technician  in  the  field  to 
perform  this  analysis  and  to  obtain  legally  admissible  results,  the  extraction 
procedure  needs  to  be  simplified.  Therefore,  efforts  were  directed  to 
simplification  of  the  extraction  procedure  and  consideration  of  a  low-cost, 
easy-to-use  infrared  cell.  In  addition,  actual  urine  (instead  of  H^O) 
solutions  need  to  be  studied  since  the  impurities  extracted  from  urine  (via 
the  CHCl^  solvent)  can  affect  the  detection  limit.  In  fact,  these  urine 
impurities  now  seem  to  be  the  limiting  factor  for  the  detection  of  drugs  in 
solution  rather  than  the  sensitivity  of  the  interferometer. 

With  the  above  goals  in  mind,  attention  was  given  to  CHCl^  extractions 
from  urine.  During  the  extractions  it  was  observed  that  the  CHCl^-urine  mixture 
separated  into  three  layers  (when  the  urine  pH  was  not  changed) .  The  top  layer 
was  a  clear  yellow  liquid,  probably  urine.  The  middle  layer  was  a  cloudy 
viscous  white  emulsion,  and  the  bottom  layer  was  a  clear  colorless  liquid, 
probably  CHCl^  •  The  infrared  spectrum  of  the  bottom  layer  is  shown  in  Figure  15 
and  indeed  appears  to  be  only  CHCl^  with  no  urine  impurities. 
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If  the  clear  CHCl^  layer  would  extract  enough  of  the  drug  for 
detection,  this  would  be  a  simple  means  of  performing  the  necessary  extraction 
and  it  would  be  easy  to  design  a  cell  for  any  nonskilled  person  to  use. 

Therefore,  solution  of  1  part  of  cocaine  per  10  parts  of  urine  was  made  and 
©attracted  with  CHCl^.  Ihe  CHCl^  layer  was  removed  and  infrared  spectra  of 
this  layer  were  obtained  without  euiy  solvent  evaporation.  This  spectrum  is 
shown  in  Figure  16.  Figxire  17  shows  this  spectrum  ratioed  against  the  infrared 
spectrum  of  CHCl^  (instead  of  air  as  in  Figures  15  and  16.)  Due  to  em 
instrumental  quirk  the  urine  extraction  spectrtun  was  put  in  the  reference  beam 
so  the  cocaine  absorption  peaks  (of  Figure  17)  are  in  the  opposite  direction 
from  those  of  Figure  16.  From  either  Figure  16  or  17  the  absorption  bands  due 
to  cocaine  are  clearly  visible  indicating  that  some  cocaine  Ceui  be  extracted 
from  urine  by  this  simplified  procedure  which  avoids  most  of  the  urine  impurities. 
However ,  the  intensity  of  the  cocaine  absorption  bemds  in  Figure  16  would 
indicate  a  solution  of  about  1  part  per  10^  (See  Figure  12) .  Since  we  started 
with  a  1  part  in  10  solution  this  indicates  that  only  about  1  percent  of  the 
cocaine  is  in  the  clear  bottom  layer  and  the  other  99  percent  must  be  in  the 
middle  layer  of  urine  impurities  and  CHCl^.  Thus,  in  order  to  achieve  the 
desired  sensitivity  for  cocaine,  we  will  have  to  contend  with  the  tirine  impurities. 

A  large  quemtity  of  urine  was  collected  from  a  single  donor  (the 
urine  used  in  this  experiment  is  from  a  different  donor  than  the  urine  used  in 
the  above-described  experiment) .  This  urine  was  divided  into  six  equal  portions 
of  100  ml  each.  To  three  portions  of  the  urine,  enough  cocaine  was  added  to 

3 

make  a  5  part  per  10  solution  of  cocaine  in  urine.  The  pH  of  these  cocaine— urine 
solutions  was  determined  to  be  approximately  6.  The  pH  of  two  of  these  solutions 
was  raised  with  NH^OH  to  about  8  and  10,  respectively.  Ihe  pH  of  the  three 
remaining  pure  urine  samples  wais  adjusted  so  that  one  sample  was  at  6,  one  at  8, 
and  one  at  10. 

All  six  samples  were  then  extracted  with  200  ml  of  CHCl^.  After  a 
short  period  of  shaking,  the  mixture  was  allowed  to  separate,  and  the  CHCl^  layer 
was  removed.  After  evaporation  of  the  CHCl^,  the  residues  were  weighed  and  the 
infrared  spectra  of  the  residues  were  obtained.  These  spectra  are  shown  in  Figures 
18  through  23.  The  amount  of  each  residue  is  listed  in  Tcdsle  1. 
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TABLE  1.  RESIDUES  (PART  RESIDUE  PER  TOTAL  WEIGHT  URINEl 
OBTAINED  BY  CHCl  EXTRACTION  OF  5  PARTS  PER  10 
COCAINE  IN  URINE^OR  PURE  URINE 


Cocaine  in  urine 
Urine 


pH  «  6 
3.9/1000 

'V  6/100,000 


pH  ?  8 
4.5/1000 
3.2/100,000 


pH  =  10 
3.3/1000 
2/100,000 


The  spectra  in  Figxires  18,  19,  euid  20  are  of  the  residues  of  the 
CHCl^  extracts  of  the  cocaine  in  urine  solutions,  while  the  spectra  of  Figures 
21,  22,  eUid  23  are  of  the  residues  of  the  CHCl^  extracts  of  pure  urine.  It  is 
easy  to  observe  from  Figures  18,  19,  and  20  that  the  spectra  clearly  show 
absorption  bands  due  to  cocaine.  In  fact,  by  coit5>aring  these  spectra  to  those 
seen  in  Figxires  21,  22,  euid  23,  it  is  apparent  that  the  spectra  of  Figures  18, 
19,  and  20  are  mainly  of  cocaine  with  no  obvious  absorption  beinds  due  to  urine 
in^urities.  Also,  the  spectra  of  Figtares  18,  19,  euid  20  are  almost  identical, 
indicating  little  effect  due  to  varying  the  pH  of  the  solutions.  On  the  other 
hcind,  the  spectra  of  the  residues  of  the  extracts  of  pure  urine  vary  with 
chemging  pH.  At  the  present  time  the  spectrum  (Figure  23)  of  the  residue  at 
pH  10  appears  roost  satisfactory  for  detecting  cocaine  (based  on  the  fact  that 
the  absorption  bands  in  the  1400  to  600  cm  ^  are  weaker  than  at  other  pH's). 
Thus,  the  urine  impurities  extracted  at  pH  =  10  interfere  less  with  the  strong 
cocaine  absorptions  at  1280  euid  720  cm  However,  from  the  steindpoint  of 
extraction  simplicity,  other  pH's  might  be  better.  Future  experiments  would 
help  to  establish  which  pH  is  best. 

From  Table  1  it  c«m  be  seen  that  the  amount  of  cocaine  extracted  does 
not  bear  any  direct  relationship  to  the  pH,  but  the  amount  of  urine  impurities 
does  bear  a  direct  relationship  to  pH.  At  the  present  time,  it  is  not  clear 
why  the  extractions  of  cocaine  listed  in  TeJble  1  yielded  60  to  90  percent  of 
the  total  amount  of  cocaine  in  the  solution,  while  in  the  previous  experiment 
only  about  1  percent  of  the  cocaine  could  be  extracted.  Other  urine  samples 
will  have  to  be  investigated  to  clarify  this  point. 

TECHNICAL  LIBlt/uv'j 
BL-rc.  r''- 
abehdee:!  ■ 
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Vfhile  the  limits  of  detection  of  cocaine  in  urine  have  not  yet 

been  established,  the  amount  of  extracted  urine  in^urities  listed  in  Tcdsle  1 

gives  some  indication  of  these  limits.  Near  the  1  part  cocaine  per  10^ 

parts  urine  level,  the  amounts  of  extracted  cocaine  and  urine  will  be  neeirly 

equal.  From  comparison  of  the  spectra  in  Figures  18  through  23,  one  can 

visualize  that  at  the  1:1  (cocaine : urine  impurities)  level,  the  urine  inpurities 

will  begin  to  interfere  with  detection  of  the  cocaine.  However,  specialized 

techniques  (such  as  rationing  backgrounds)  should  permit  the  identification 

6 

of  one  part  of  cocaine  in  10  parts  of  urine. 

A  small  eunount  of  effort  was  e3q>ended  on  two  other  scunple  preparation 
procedures.  The  first,  which  was  suggested  by  the  Sponsor,  was  the  possibility 
of  extracting  drugs  from  urine  by  means  of  ion-exchcinge  materials,  and  obtaining 
drug  spectra  directly  on  the  ion-exchange  material.  This  procedure  was  tried 
but  did  not  prove  feasible,  however,  since  ion-exchange  resins  show  a  strong 
absorption  in  the  1500  to  900  cm  ^  region,  and  four  ceramic  fiber  filter  papers 
supplied  by  the  Sponsor  gave  zero  percent  transmission  in  the  4000  to  600  cm~^ 
range  which  masked  the  drug  absorption  bands. 

The  filter-paper  spectra  were  obtained  on  the  samples  "as  received". 

Even  if  thinner  samples  were  used  it  is  estimated  that  any  window  between  1600 
emd  800  cm  ^  would  be  too  small  to  be  useful  for  drug  analysis.  The  second 
sample  preparation  procedure  to  be  investigated  was  frustrated  multiple  interal 
reflection  (FMIR)  . 

FMIR  spectra  of  cocaine  were  obtained,  using  progressively  smaller 

amounts  of  cocaine.  At  the  lowest  concentration  (0.1  mg  of  cocaine)  reasoncible 

spectra  were  obtained.  Using  calculations  based  on  a  crude  estimate  of  the 

volume  of  our  liquid  cell,  shows  that  this  compares  to  a  solution  rvin  of  about 
4 

3  parts  in  10  .  Judging  from  the  quality  of  the  FMIR  spectra  obtained,  this 

5  6 

could  be  extended  to  1  part  in  10  and  perhaps  to  1  part  in  10  .  While  this 
is  somewhat  better  than  any  spectra  obtained  directly  on  urine  solutions,  it 
would  involve  an  extraction  step  (to  get  the  drug  on  the  FMIR  rod)  or  cm 
evaporation  step  (to  remove  the  liquids)  and  would  require  about  0.01  mg  of  the 
drug.  Under  these  conditions  even  better  spectra  could  be  obtained  by  doing 
a  CHCl^  extraction  and  getting  the  spectra  by  meems  of  micro  KBr  pellet  techniques. 


*  These  were  Fiber freuc:  HiFi  660F,  H-880F,  550F,  and  970F. 
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Ihus,  whether  the  spectra  are  obtained  in  solution,  by  FMIR  techniques,  or  by 
extraction  techniques,  the  limiting  factor  is  the  amount  of  urine  impurities. 
Ihis  limits  the  analyses  to  a  sensitivity  of  about  1  part  in  10^. 


IWTERFEROGRAM  CORRELATION 


It  was  decided  that  it  would  be  more  economical  to  simulate  the  drug 
identification  procedure  on  the  Battelle  CDC  6400  computer  rather  than  by 
purchasing,  assembling,  testing,  emd  modifying  the  actual  hardware  of  the 
instrument.  Real  interferograms  of  drug  solutions  were  used  as  data  for 
the  ccanputer  programs  (see  Table  2  for  a  list  of  these  interferograms) .  These 
interferograms  were  obtained  with  the  Digilab  equipment  used  for  the  first  part 
of  this  program.  All  of  the  interferograms  were  taken  using  water  solutions 
in  a  25-wm-thick  sanple  cell  and  an  optical  filter  to  limit  the  energy  to  1540 
can  and  less.  (The  water  and  cell  essentially  provide  a  low  frequency  limit 
of  900  can  .)  They  are  partial  two-sided  interferograms  that  have  a  mirror 
displacement  or  a  retardation  range  from  -0.137  to  +  1.158  mm.  The  instrument 
was  not  purged  with  a  dry  gas  so  there  is  also  a  fairly  large  absorption  of 
several  narrow  lines  due  to  atmospheric  water  vapor  in  addition  to  the  broader 
lines  of  the  sample. 


TABLE  2.  LIST  OF  INTERFEROGRAMS 


Interferogram 

No. 

Number 
of  Scans 

Sample 

1 

10 

Concentrated  cocaine 

2 

1 

Concentrated  concaine 

3 

1 

1/2  concentrated  cocaine 

4 

1 

Concentrated  morphine 

5 

1 

Mixttire  of  1/2  concentrated 
cocaine  and  concentrated 
morphine 

6 

1 

Water 

7 

1 

None 

10 


The  first  calculations  that  were  tried  were  siii5)le  auto-  eind  cross¬ 
correlations  at  zero  relative  displacement  between  the  two  inter ferograms . 

This  calculation  can  be  shown  to  be  proportional  to  the  correlation  at 
zero  relative  displacement  of  the  respective  spectra.  The  raw  correlations 
were  calculated  by  taking  the  svm  of  the  point-by-point  product  of  the 
interferograms.  The  raw  cross-correlations  were  normalized  to  xonity  by  dividing 
them  by  the  square  root  of  the  product  of  the  auto-correlations  of  the  component 
interferograms.  This  was  done  for  two  ranges  of  retardations:  from  0  to  1.139 
mm  euid  from  0.032  to  1.139  mm.  The  first  range  gave  very  high  cross-correlations 
for  all  of  the  drugs  and  combinations  tried.  The  second  range  did  not  give 
quite  as  large  cross -correlation,  since  the  Icurge  central  peeiks  that  are 
common  to  all  the  interferograms  were  ignored.  However,  the  discrimination 
between  the  drugs  was  not  significantly  improved.  These  large  correlations  are 
not  too  surprising,  since  most  of  the  absorption  is  due  to  water  and  water  vapor. 

In  an  attempt  to  reduce  or  eliminate  the  effect  of  water  eUid  water 
vapor,  the  water  interferogram  (No.  6)  was  scaled  and  subtracted  point  by  point 
from  the  sample  interferograms  before  the  correlations  were  calculated.  The 
scaling  factor  for  the  water  interferogram  was  calculated  to  make  the  remaining 
interferogram  orthogonal  to  the  water  interferogram.  Three  ranges  of  mirror 
displacement  were  used  for  the  orthogonalization :  1.139  mm,  0.032  to 

1.139  mm,  and  0  to  0.009  mm.  The  remaining  drug  interferograms  also  had 
cross-correlations  that  were  about  the  size  of  their  auto-correlations,  also 
again  giving  poor  discrimination  between  drugs.  The  results  of  these  calculations 
are  presented  in  Table  3.  The  orthogonal  remainder  were  then  plotted,  point 
by  point,  and  from  the  plots  it  appears  as  if  the  interferograms  are  dominated 
by  noise  for  mirror  displacements  larger  than  about  0.170  mm.  This  means  that 
signal-averaged  interferograms  will  probably  be  required  if  it  is  necessary  to 
use  an  absorbing  solvent  such  as  water. 

The  last  computation  that  was  applied  to  the  digital  interferograms 

was  a  simulation  of  a  correlation  interferogram  technique  reported  by  Dick  amd 
(D* 

Levy  .  The  technique  is  to  measure  the  correlation  between  the  unJcnown 
or  sample  interferogram  and  the  phase  of  the  known  or  reference  interferogram. 

We  calculated  this  by  taking  the  sum  of  the  point-by— point  product  of  one 
interferogram  with  the  algebraic  sign  of  the  reference  interferograon.  This 
process  is  the  analytical  equivalent  of  using  the  reference  interferogram 


TABLE  3.  AUTO-CORRELATIONS  -  CROSS -CORRELATIONS 
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(0.9885)  (0.6308)  (0.5376)  (0.4245)  (0.5394)  (0.5344) 


TABLE  3.  AUTO-COBRELATIONS  -  CROSS -CX)REELATIONS  (continued) 
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les  not  in  peurentheses  are  multiplied  by  10  ,  vhile  the  numbers  in  parentheses 

cross  correlations  normalized  to  unity. 

r  subtracted  only  from  concentrated  cocaine  inter ferogram. 
interferograan  numbers  are  identified  in  Table  2. 
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recorded  on  a  magnetic  disc  (after  Dick  and  Levy)  as  the  reference  input  to 
a  phase-sensitive  detector.  These  results  again  did  not  give  obvious 
discrimination  between  the  drugs;  however,  the  interpretation  of  the  results 
is  not  perfectly  clear.  The  interpretation  problems  arise  from  the  fact  that 
the  digital  interferograms  as  presented  by  the  Digilab  instrument  do  not 
reflect  the  total  energy  incident  upon  the  detectors.  Also,  any  phase  changes 
between  interferograms  can  have  a  pronounced  effect  on  the  calculated  correlation. 
These  problems  lead  to  problems  in  scaling  the  correlation. 

The  above  results  show  that  a  simple  correlation  of  the  raw 
interferogram  will  not  be  sufficient  to  yield  the  desired  results.  More 
sophisticated  signal-processing  techniques  will  have  to  be  used.  These 
techniques,  surveyed  in  the  third  peirt  of  the  program,  are  discussed  below. 

RECOMMENDATIONS  FOR  FUTURE  DEVELOPMENT 
OF  INSTRUMENTATION 


In  the  previous  section  of  this  report  it  was  concluded  that 
correlation  interferometry  based  on  simple  mathematical  correlation  techniques 
would  not  provide  an  adequate  basis  for  a  practical  inexpensive  instrument 
capable  of  detecting  trace  levels  of  drugs  and  their  metcdDolites  in  human 
urine,  which  by  itself  can  have  a  wide  variety  of  spectral  characteristics. 

For  this  reason,  consideration  was  given  to  the  use  of  other  techniques  which 
have  proven  valuable  in  hcuidling  similar  spectroscopic  problems.  The  principal 
objective  of  this  part  of  the  program  was  to  recommend  a  prototype  instrument 
which  could  be  used  both  in  the  laboratory  for  developmental  purposes  and  then 
in  the  field  to  assess  its  operational  reliability.  The  information  from  these 
studies  would  then  be  used  for  the  design  and  engineering  of  devices  which  could 
be  mass  produced.  The  prototype  instrumentation  recommended  offers  a  wide 
variety  of  capabilities  for  investigating  a  nxjmber  of  different  combinations  of 
spectroscopic  cuid  data-processing  techniques  which  are  designed  to  enhance  the 
detection  and  discrimination  capabilities  of  the  data  correlation  techniques. 

The  data  correlation  techniques  would  ultimately  be  used  to  make  a  final 
decision  on  whether  or  not  a  psurticular  drug  is  present  and  to  ascertain 


*  References  are  given  on  page  18. 
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the  Teliahility  of  this  decision.  This  instnimentation  could  be  used  to 
determine  the  optimum  combination  of  these  techniques  for  this  application 
and  to  assess  their  ultimate  detection  limits.  The  final  field  device  to 
which  this  effort  would  lead  would  be  considerably  less  complex  than  the 
more  versatile  instrumentation  proposed  for  the  initial  developmental  studies. 

The  suggested  approach  is  coitpletely  general  in  that  the  device  Cem,  in 
principle,  be  preprogrammed  to  detect  emy  drug.  Its  ultimate  capabilities, 
however,  will  depend  on  the  interferences  present. 

General  Approach 

It  is  well  established  that  drugs  Ccui  be  detected  in  liquids  such 
as  human  urine  through  analysis  of  absorption  spectra  obtained  in  the  infrared 
region  of  the  spectrum  between  2.5  and  20  microns.  Nearly  all  drugs,  though, 
do  have  characteristic  spectral  features  in  both  the  ultraviolet  and  the  visible 
regions.  Therefore,  some  consideration  should  also  be  given  to  these  regions 
to  see  if  they  offer  any  potential  advcuitages  which  might  merit  further 
exploitation . 

The  practical  detection  capabilities  of  the  spectroscopic  techniques 
are  limited  primarily  by  the  presence  of  both  known  and  unknown  impurities  which 
add  to  the  spectral  complexity.  However,  by  fully  exploiting  the  information 
content  of  multicomponent  spectra,  it  is  often  possible  to  extend  the  detection 
limits  and  increase  measurement  reliability.  Recent  developments  in  transform 
and  correlation  spectroscopy  coupled  with  procedures  commonly  used  for  information 
amalysis  such  as  data  correlation,  signal-enhancement,  filtering,  and  pattern- 
recognition  techniques  can  be  used  to  great  advantage  in  extracting  the  maximum 
information  from  complex  spectral  data.  The  operations  involved  in  these 
procedures  can  be  performed  rather  conveniently  with  a  spectrometer  system 
interfaced  with  a  dedicated  minicomputer.  Computer  requirements  can  be 
reduced  by  means  of  the  spectroscopic  correlation  techniques  which  can  be 
performed  entirely  by  the  spectrometer  system  prior  to  cuiy  computer  processing 
of  data. 

Details  of  the  proposed  system  are  shown  schematically  in  the 
block  diagram  presented  in  Figure  24.  This  instrument  can  be  used  for 
evaluating  correlation,  modulation,  and  double-beam  techniques  along  with 
computer  data  processing  techniques.  Data  output  would  be  available  in  both 
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analogue  and  digital  forms  to  facilitate  exploration  of  alternative  methods 
of  data  analysis. 

The  radiation  source  shown  in  Figure  24  would  be  either  an  infrared 
or  other  appropriate  source  capable  of  supplying  continuum  radiation  for  the 
absorption  measurements.  The  double-becim  section  would  contain  a  mirror-type 
chopper  to  alternate  the  spectrometer  beam  between  cui  unknown  sample  and 
a  reference  sample.  Either  an  interferometer  or  dispersive  spectrometer  can 
be  employed  as  the  spectrum  analyzer.  For  this  particular  application^  the 
interferometer  was  selected  in  view  of  final  device  considerations.  For 
some  cases,  however,  the  dispersive  spectrometer  may  prove  advantageous. 

The  dispersive  system  is  more  amenable  to  the  mask  techniques  which  can  be  used 
for  performing  correlation  and  trcinsform  processes  optically  thus  reducing 
computer  requirements.  Appropriate  photomultipliers  and  infrared  detectors 
would  be  used  in  the  different  regions  of  the  spectrum.  Analogue  signal 
processing  would  include  state-of-the-art  lock-in  and  signal-averaging  techniques. 
An  analogue-to-digital  converter  and  computer  interface  would  be  used  to 
provide  input  to  a  minicomputer.  The  miniconputer  would  perform  the  signal- 
enhancement,  pattern-recognition,  cuid  final  data-correlation  processes  leading 
to  a  decision  as  to  whether  or  not  a  particular  drug  or  its  metabolites  are 
present  in  a  urine  saitple.  The  operation  of  the  interferometer  would  also  be 
controlled  by  the  computer. 

The  double-beam  or  difference  provision  in  the  proposed  system  is 
used  to  cancel  or  minimize  major  component  interferences.  Generally  two-beam 
instrumentation  is  employed  with  the  unknown  sample  in  one  beam  cuid  a  reference 
sample  in  the  other.  By  balancing  the  absorption  in  the  two  beams  the  contri¬ 
butions  of  major  interfering  absorbers  can  be  removed,  enhauicing  the  detection 
sensitivity  for  the  low-concentration  constituents  of  interest.  In  the  proposed 
apparatus,  a  chopper  will  be  used  to  alternate  the  spectrometer  beam  between 
the  sample  and  reference  cells  with  the  difference  spectrum  observed  by  means 
of  a  single  detector.  Consideration  must  be  given  to  the  choice  of  optimum 
reference  samples.  Known  conponents  of  spectra  can  also  be  removed  to  enhance 
trace-level  contributions  using  digital  processing  techniques;  however,  the 
recommended  instrumental  approach  should  be  more  economical  and  simpler  to 
implement  in  terms  of  a  field  instrument. 

The  reference  modulator  would  perform  an  optical  cross-correlation^^^ 
by  modulating  the  absorption  in  a  reference  cell  containing  only  the  species  of 
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interest.  Through  this  means  it  is  possible  to  recover  the  spectrum  for  the 
reference  species  in  a  conplex  mixture  using  appropriate  electronic  processing 
procedures.  This  cem  be  accoin)lished  by  placing  the  modulated  reference  cell 
in  the  spectrometer  beam  in  series  with  the  unknown  sanple.  In  the  case  of 
the  application  at  hand,  a  set  of  reference  cells  containing  the  individual 
drugs  of  interest  ceui  be  compared  with  the  unknown  sajtple  to  detect  the  presence 
of  one  or  more  specific  drugs.  E^erlments  will  be  required  to  determine 
optimum  modulation  frequencies  and  amplitudes,  and  appropriate  reference-cell 
concentrations . 

Both  conventional  short-path  absorption  cells  and  internal  reflection 
(5) 

probes  could  be  considered  for  passing  the  optical  absorption  beam  through 
the  sample.  The  internal  reflection  probe  consists  of  a  high-index  plate  with 
the  absorption  beam  entering  and  exiting  through  the  same  end  of  the  plate, 
leaving  the  other  end  conpletely  free  for  being  brought  in  contact  with  the 
sample  which  can  be  either  a  solid,  liquid,  or  powder.  Field  penetration  by 
the  internally  reflected  beam  detects  the  eJssorptlon  in  the  s\irrounding 
sanple.  The  nvonber  of  reflectemces  cem  be  adjusted  to  control  the  total 
absorption  path  through  the  sample.  These  probes  are  generally  more  rugged 
and  easier  to  clean  than  the  conventional  cells. 


SUMMARY 


In  HO  solutions,  the  limit  of  detectability  of  cocaine  is  1  part  in 

4  ^ 

10  .  For  drugs  with  a  sulfate  grov5>  the  detection  limit  is  less  than  1  part 
4  4 

in  10  f  and  about  the  same  (1  part  in  10  )  for  drugs  without  a  sulfate  group.  By 

use  of  a  sinple  CHCl  extraction  the  detection  limit  for  cocaine  in  HO  can  easily 

6  ^ 
be  extended  to  1  part  in  10  .  By  increasing  the  volume  of  solution  being  extracted, 

a  1  part  in  10®  detection  limit  can  be  reached  for  all  drugs  (even  those  with  a 

sulfate  grov5>,  such  as  morphine  emd  amphetamine) .  In  fact,  for  pure  HO  solutions 

the  detection  limit  could  be  extended  past  1  part  in  10  (since  H^O  inpurities 

are  less  than  these) .  However,  in  urine  solutions  the  detection  limit  is 

governed  by  the  inpurity  level,  and  this  would  definitely  place  the  detection 

limit  near  1  part  in  10®.  Thus,  to  get  beyond  1  part  in  10®  will  involve  the  use 

of  such  techniques  as  ion-exchange  resins  or  FMIR  spectroscopy. 
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Preliminary  interferogram  correlation  studies  indicated  that 
this  technique  by  itself  would  not  provide  an  adequate  basis  for  a  practical 
instrument  capable  of  detecting  trace  levels  of  drugs  euid  their  metabolites 
in  human  urine  because  of  the  natural  spectral  variations  in  iirine  from 
different  individuals.  For  this  reason,  consideration  was  given  to  complementing 
the  interferometric  approach  with  additional  enhamcement  techniques  to  better 
assure  the  success  of  the  desired  instrument.  Recommendations  are  presented 
for  the  design  of  a  prototype  instrment  based  on  the  use  of  correlation 
interferometry  aided  by  correlation-spectroscopic  eind  data  processing  techniques. 
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